
 
 

 

 
Patrick SFB PMEL Form Q-07, RCA Form Template, Rev B, May 16, 2022 Page 1 of 3 

RCA Form 

TRACKING NUMBER:  708178  Critical NC           Noncritical NC    

CALIBRATING TECHNICIAN:  Miller, Martin Technician Risk Rating:  1 
 

DATE OF REVIEW QAT TYPE OF REVIEW 
20230112 Kevin Miller Annual PR 
LABEL NUMBER PART NUMBER JCN 
C454442 5700AWIOT3 20221227PA2007 
NOMENCLATURE Equip Reliability % Equip Risk Rating K-PROCEDURE 
Calibrator W/Amp 74 5 33K8-4-1101-1 

 
QNC/PNC Code Selected 

* L03 :  No FOD check performed before or after the calibration. 

Nonconformity (State the NC; be clear and concise):  A FOD check was not performed before or after the calibration. 

Background (optional -if needed to describe the situation leading up to NC):  Every technician has a Calibration Checklist 
to use as a tool so that they do not forget any part of the calibration process. The technician did not use his checklist.   

QAT observations made while observing the suspect process.  This is mandatory for every critical NC identified during a 
QR.  Do not divulge the nonconforming condition.  QAT did not stop technician when the before calibration FOD check 
was not performed as the unit had already been in use. When asked about not performing the checks, the technician stated 
that he knew that he needed to do them but was so wrapped up in the calibration he just forgot.  

NC Code Risk Rating:  1 

NC/RC History Analysis 

Technician (this will assist in determining the “Technician Risk Rating” listed above):  There is no history over the past 
year of this technician doing anything like this. He only had one other non-conformity in the past year and it was for not 
checking temperature of ACAL 177 after performing the ACV ACAL on the 3458A. 

Equipment (this will assist in determining the “Equipment Reliability %” and “Equip Risk Rating” listed above):  While 
this piece of equipment has a low Equipment Reliability rating due to being aligned and repaired numerous times. That 
would not contribute to this NC. 

Section (if applicable):  There were three technicians calibrating equipment in this area in the past year. There was only one 
other L03 NC that occurred. It had to do with not performing 33-1-32 correctly and nothing to do with a FOD check. 

Laboratory (if applicable):  There have been no other instances in the lab of someone forgetting to perform a FOD check on 
a piece of equipment in the last year. 

Previous Corrective Actions (if applicable):  N/A 

PROCESS/ROOT CAUSE ANALYSIS 

RCA meeting will include the Quality Assurance Technician, Lead Technician and Technician who performed the work.  
Other parties may participate in the RCA if appropriate. 

List the root causes possible for this nonconformity: 

1. H01 : Human error: When all equipment, technical data, training and other factors are adequate. When another 

2. H02 : Improper Action: When all equipment, technical data, training and other factors are adequate. The 

3.  I01 : Established laboratory process inadequate or faulty 
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RCA Form 

4.  Choose an item. 

Identify the most likely root cause from the possible causes and explain why you selected it. 

Root Cause Code selected:  H01 : Human error: When all equipment, technical data, training and other factors are adequate. 
When another 

Reason for selection:  We feel in this instance that the technician truly was just so wrapped up in the calibration and 
ensuring that all of his paperwork was correct that he forgot to perform the FOD check. An AMIC auditor was also 
watching parts of this review as part of their onsite evaluation. We feel that this was an isolated incident.  

RC Code Risk Rating:  1 

Explain why you eliminated the other root causes if there was more than one possibility: 

1.  H02 : Improper Action: When all equipment, technical data, training and other factors are adequate. The  While this 
item is kept on a cart and never removed from the cart for any reason other than should it need to be repaired, we do not 
feel that the technician purposely did not do the FOD check thinking that one did not need to be performed. 

2.   I01 : Established laboratory process inadequate or faulty  Using the Calibration Checklist could have possibly prevented 
this NC but the use of the checklist is not mandatory in the lab unless being used as a corrective action for repeated NCs. 

3.   Choose an item.        

Cite your corrective action/solution for the nonconformity and explain why you selected it:  A FOD check was 
performed. 

Was the corrective action fully accomplished?  Yes     No  

If no, was follow-up action added to the QSL under the follow-up tab?  Yes     No  

Additional Info:        

Overall Nonconformity Risk Assessment: 8 

Preventive Action: 

  Preventive Action required, Explain why:        

  Preventive Action not required, Explain why:  We feel this was an isolated incident. 

Was the Preventive Action fully accomplished?  Yes     No  

If no, was follow-up action added to the QSL under the follow-up tab?  Yes     No  

Additional Info:        

 
Recall Determination: 

  Recall required, Explain why:        

  Not required, Explain why:  Not performing a FOD check does not affect quantitive measurements for customer 
equipment. Customers should also being performing FOD checks before placing an item into service. 

If recall is required was the follow-up action added to the QSL under the follow-up tab?  Yes     No  

Signatories: 
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1/26/2023

X Martin E. Miller
Marty Miller
Process Owner
Signed by: MILLER.MARTIN.E.1091396498  

X
Kevin Miller
Quality Assurance Technician

 

X
Peter Newlun
Technologist/Lead Technician

 

1/26/2023

X Darryl Hewitt
Darryl Hewitt
PMEL Quality Manager
Signed by: HEWITT.DARRYL.L.1027279186  

Site Manager 

Measurement Area Assessment: 

Did critical nonconformity increase the Risk Level of the Measurement Area?  Yes     No  

Explain:        

Other PMEL Manager Comments:  I agree with the findings in this RCA. The overall NC Risk Assessment does not show 
this as an elevated risk.  

X
Brian MacDonald
Patrick SFB PMEL Manager

 


